### Electronic Intraoperative Documentation

<table>
<thead>
<tr>
<th>Site Above Xiphoid</th>
<th>Open Oxygen Source</th>
<th>Ignition Source</th>
<th>Fire Risk Time</th>
<th>Fire Risk Score</th>
<th>Fire Protocol</th>
</tr>
</thead>
</table>

#### Fire Risk Assessment Score

- **Surgical Site Above Xiphoid:**
  - 1 = Yes
  - 0 = No

- **Open Oxygen Source:**
  - 1 = Yes
  - 0 = No

- **Available Ignition Source:**
  - 1 = Yes
  - 0 = No

#### Fire Risk Score:

3 = High Risk, 2 = Low Risk with Potential to Convert to High Risk, 1 = Low Risk

- **Fire Risk Score CONVERSION: High Fire Risk Protocol Initiated**

- **High Fire Risk Protocol Initiated**